[Optimization of dynamic fuzziness and enhancement of image quality of an URI/230-Amethyst digital image intensifier].
In X-ray diagnostic units, digital image intensifiers with a SSD matrix have recently been used instead of vacuum vidicons. Along with the well-known advantage of SSD matrixes, they fail to reach the capacities of vidicons in transmitting movable images. The authors consider that the way out of this situation is to use recursive filters and arithmetic logic devices. The automatically used filters are particularly original.